Introduction
For patients with atrial fibrillation (AF) originating in the pulmonary veins (PVs), radiofrequency catheter ablation (RFCA) is an effective and safe treatment method (1) (2) (3) . Because PVs display variable morphology, ostial diameter, ostial orientation, and distance from ostium to first bifurcation, familiarity with PV anatomy prior to RFCA may be necessary for electrophysiologists to map precisely, select proper catheter size, target the ablation points, and reduce procedure time and radiation exposure (4, 5) .
MR angiography (MRA) and multislice spiral computed tomography angiography (MSCTA) are noninvasive imaging modalities, which appear to provide similar and detailed anatomic and quantitative information before RFCA of AF (6) . The advantages of MRA/CTA are as follows: imaging the anatomy of PVs and left atrium (LA) preprocedurally; assessing the relationship between the LA and adjacent structures; understanding the morphological remodeling of PVs and LA; and detecting complications (7) . However, long scan time, high expense, and contraindications (including implanted electronic devices and claustrophobia) limit MRA utility. Previous studies using 4-, 16-, and 64-row CT demonstrated that MSCTA can visualize the anatomy of the PV system (8) (9) (10) (11) (12) . Radiation exposure is their main risk.
The development of wide-area coverage multidetector CT, such as the 256-slice and 320-row CT scanners, makes it possible to better visualize PV anatomy. These scanners offer the advantage of eliminating stair-step and misalignment artifacts, lowering radiation dose, and reducing intravenous contrast requirement (13) . A recent study using low-dose, 320-row CT showed the technical feasibility for PV imaging (14) . However, this study did not depict PV anatomy.
To date, no studies have evaluated PV anatomy using 256-slice CT. Therefore, the purpose of our study is to establish PV morphology, ostial diameter, ostial orientation, and distance from ostium to first bifurcation for patients with AF using 256-slice CT.
Materials and methods

Patients
This study consisted of retrospective data collection and analysis of consecutive patients scheduled to undergo catheter ablation for paroxysmal and persistent AF from June 2013 to December 2014. All patients underwent cardiac CTA within 3 days before the ablation procedure with a 256-slice CT scanner. Patients with renal insufficiency, allergy to iodine-containing contrast medium, unstable clinical condition, or inability to follow breath-holding instructions were excluded from the study.
The study population consisted of 102 patients (46 males, age range 34-76 years, mean 56; 56 females, 24-72 years, mean 55).
The study was approved by the Institution Ethics Board of Yuhuangding Hospital, Yantai, China. Our institutional review board waived the need for written informed consent from the participants, because it was a retrospective review of PV angiography performed before catheter ablation.
Radiology method
All patients underwent a retrospectively ECG-gated cardiac CT examination using 256-slice CT technology (Brilliance iCT; Philips, Cleveland, OH, USA). The scan parameters were as follows: tube voltage, 100 kVp; effective tube current-time product, 700 mAs; pitch, 0.18; detector collimation, 128 × 0.625 mm; rotation time, 270 ms; slice thickness, 0.9 mm; increment, 0.6 mm; effective radiation dose (ED), 6.35-10.92 mSv. No additional β-blocker was performed prior to CTA. The scan coverage was planned from the level of the tracheal bifurcation to the diaphragm. Data were acquired in the craniocaudal direction.
Automatic bolus tracking (Bolus Pro; Philips) was used by defining a region of interest (ROI) in the ascending aorta at the level of aortopulmonary fenestration. The scan was initiated 6 s after the signal attenuation had reached a predetermined threshold of 180 Hounsfield units (HU).
Nonionic contrast medium (average 75 mL) (Ultravist 370, Bayer Schering Pharma AG, Berlin, Germany) was injected into the antecubital vein through a 20-gauge catheter at a rate of 5 mL/s using a dual-head injector. 2.3. View of PV morphology: measurement of ostial diameter, projective angle, and distance from ostium to first bifurcation Raw spiral CT data were reconstructed at 45% of the RR interval (maximum LA dilated), postprocessed, and analyzed on a dedicated workstation (IntelliSpace Portal, Philips).
The PV ostium was the atriopulmonary venous junction. In epicardial views, it was identified as the point of reflection of the parietal pericardium from the LA. Conventional PV anatomy was defined as the presence of single right and left superior and inferior PVs that drained into the LA without any accessory veins ( Figure   1A ). Accessory PVs were defined as extra veins with independent atriopulmonary venous junctions, separate from the superior and inferior PVs and named after the pulmonary lobe or segment that they drained (15) ( Figure  1B ). The top vein was defined as the accessory PV that entered the roof of the LA ( Figure 1C) . A common vein occurred when superior and inferior PVs combined proximal to the LA, resulting in only one atriopulmonary venous junction on the involved side ( Figure 1D ). Early branching was defined as the branching of PV within 5 mm of the atriopulmonary venous junctions.
PV morphology was analyzed using three-dimensional volume-rendering (VR) technology. Virtual endoscopy was used when it was difficult to distinguish a common PV.
Ostial diameter, projective angle, and distance from ostium to first bifurcation were measured using multiplanar-reformatting (MPR) technology.
The anterior-posterior (AP) diameter, superiorinferior (SI) diameter, and cross-sectional area of the PV ostia were measured on the third orthogonal plane (double-oblique plane) ( Figure 2) .
PV ovality was then assessed using an ostium index (AP diameter/SI diameter). A ratio closer to 1.0 would imply a more circular vein.
The projective angles of PVs to the coronary plane were measured on the transverse image ( Figure 3A) . Similarly, the projective angles of PVs to the transverse plane were measured on the coronary image ( Figure 3B ).
All images were interpreted in consensus by two independent radiologists, both of whom had more than 5 years of cardiothoracic CT experience. SPSS 17 .0 was used to perform the statistical analysis. Descriptive statistics were used, and data were given as mean ± standard deviation. An unpaired Student's t-test was used to compare PVs for ostial diameter, projective angle, and distance from ostium to first bifurcation. Statistical significance was assigned at P < 0.05.
Statistics
Results
Cardiac CT scanning was successfully performed for all 102 subjects, and PVs were clearly shown in the images.
PV morphology
The total number and percentages of conventional and variant PVs are summarized in Table 1 . Ten (9.8%) patients had bilateral PV anomalies ( Figure  1D ). No anomalous PVs drained blood from the lung into the systemic circulation.
PV ostial diameters/indices
The mean AP, SI diameter, cross-sectional area, and ostium index values are shown in Table 2 . 
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Ostial AP, SI diameter, and area were larger for superior PVs than inferior PVs (all P < 0.05); however, AP diameter was not significantly larger for RSPV than RIPV (P > 0.05). Ostial AP, SI diameter, and area were larger for right PVs than left PVs (all P < 0.05); however SI diameter was not significantly larger for RIPV than LIPV (P > 0.05).
The ostial AP diameter of the common left trunk (CLT) was shorter than that of the right PVs; however, there was no statistical significance (all P > 0.05). The ostial AP diameter of CLT was larger than that of the left PVs (all P < 0.05). The ostial SI diameter and area of CLT were larger than those of the four main veins (all P < 0.05).
Ostial AP, SI diameter, and area of RMPV were less than those of the four main veins (all P < 0.05).
The mean SI diameter for each type of vein was larger than the mean AP diameter (all P < 0.05), except for RMPV. The ostial index of RSPV, RIPV, and RMPV was larger than that of the left PVs (all P < 0.05), and the superior and inferior PVs and RMPV ostia on the right tended to be more circular. The ostial index of CLT was smaller than that of the right and left PVs (all P < 0.05), and the common left ostia tended to have a more oval shape.
Ostial orientation
The mean projective angles to coronary and transverse planes are given in Table 3 .
Both superior PVs bent forward and upward, whereas both inferior PVs directed backward and downward. There was a rather wide variation of PV directions.
There were greater variations in the projective angles to coronary planes of inferior PVs compared with superior PVs, and left PVs compared with right PVs. Variations of the projective angles to coronary planes of CLT and RMPV were larger than those of RSPV, although they were smaller than those of RIPV, LSPV, and LIPV.
There were greater variations in the projective angles to the transverse plane of superior PVs compared with inferior PVs, and right PVs compared with left PVs. The variation of the projective angle to the transverse plane of CLT was larger than those of superior PVs, but smaller than those of inferior PVs. The variation of the projective angle to the transverse plane of RMPV was larger than those of the main four PVs.
Distance from ostium to first bifurcation
The mean distance values from ostium to first bifurcation are shown in Table 3 .
Distances from ostium to first bifurcation were larger for superior PVs than inferior PVs, and larger for left PVs than right PVs (all P < 0 .05). The distance from ostium to first bifurcation of CLT was statistically smaller than that of RSPV, LSPV, LIPV, and RMPV (P < 0.05), but larger than that of RIPV (P < 0.05). The distance from ostium to first bifurcation of RMPV was statistically larger than that of RSPV, RIPV, LIPV, and CLT (P < 0.05), but smaller than that of LSPV (P < 0.05). The distance from ostium to first bifurcation of RIPV was the shortest of the PVs. 
Discussion
Our study used 256-slice CT to evaluate PV anatomy and confirmed that it was substantially variable.
First, PV morphology was analyzed. The results support previous ideas that PV anatomy is commonly variable (8, 11, (16) (17) (18) (19) (20) . The right side tends to be complex, often having one or more accessory veins, whereas the left side tends to be simplified, often having common veins, which rarely occur on the right. Some newly named PV variants were found in a consecutive large series of patients with AF or not (20) . Contradictory suggestions have been made about whether the prevalence of accessory PV is significantly different from common PV or not. Chen et al. suggested that RMPV was the most common variant (20) , and Kanaji et al. found that the most common variant was a common PV (21) . However, our study found that the prevalence of accessory PV is equal to common PV. Any anatomical variant could be arrhythmogenic and associated with the occurrence of AF. Accessory PVs and common ostia were identified as possible reasons for incomplete ablation (22, 23) . Therefore, carefully recognizing variant PVs prior to ablation maximizes the efficacy of the procedure. Second, our study measured AP, SI diameter, area, and ostial index of PVs, leading to the following five points: ostial sizes of superior PVs are larger than those of inferior PVs; ostial sizes of right PVs are larger than those of left PVs; the ostial size of CLT is the largest; the ostial size of RMPV is the smallest; and superior PV, inferior PV, and RMPV ostia on the right tend to be more circular, whereas left common ostia tend to have a more oval shape. These five points are consistent with previous studies (8, 11, 16, 20) , but afford more information. PV ostial size facilitated the selection of the size of catheters and selection of appropriate energy to avoid stenosis. An oval-shaped ostium may affect the position and stability of a circular catheter (1) . Therefore, more attention should be paid to CLT with a more oval-shape ostium. Kanaji et al. reported that no patient had a catheter lodged in accessory PVs, presumably due to the recognition of the specific anatomy before the ablation procedure (21) . Advanced knowledge of the PV variant maximizes the safety of the procedure. Third, our study shows the mean projective angles of PVs. For each PV, there is a rather wide variation of PV directions. There is a subtle difference between our measurements and those of previous studies (10, 16, 20, 24) . Additionally, our study measured the projective angles of RMPV and CLT, which had not been measured in previous studies. The projective angle is the stable imaging anatomic structure of PVs, which does not differ among patients suffering from AF or not (10) . Electrophysiologists can adjust the angles of the central X-ray according to these projective angles and improve the conventional method to reduce the procedure time of fluoroscopy. Fourth, our study shows greater variation in the distance between the ostium and the first bifurcation than in the diameter. The LSPV tends to have a longer trunk, the RIPV tends to have a shorter trunk, and the RIPV tends to have an earlier branching, which is in line with previous studies (8, 16) . However, the distance of RMPV in our study is larger than in Cronin et al. 's study, which shows great variation in PV length. Pulmonary vein narrowing after RFCA seems to be critically dependent on catheter position instead of duration of radiofrequency energy application (25) . Thus, more attention should be paid to early branching to avoid ablation and damage.
Tekbas et al. (26) used 64-row CT to classify the RMPV as indirect drainage and direct drainage. Subsegmental classification has no importance for the exact ablation procedures, although the number of the atrial ostia is an important factor. Our study evaluated 24 cases of RMPVs draining to the LA directly and found great variation in RMPV anatomy.
A 256-slice CT is a 128 × 0.625-mm detector row system with a dual focal spot, which makes it possible to cover the cardiac anatomy in one or two steps. Only the narrow overlap zone between the two steps is kept to ensure the continuity of images. The gantry rotation time is 270 ms, translating to an approximate temporal resolution of 135 ms. Iterative reconstruction can effectively reduce radiation dose and improve image quality (27) . These properties enable iCT to reduce the scanning time, duration of breathholding, motion artifacts, contrast medium requirements, and radiation dose (13, 28) . Radiation exposure is a reason for concern. The ED in our scanning with 256-slice CT is 6.35-10.92 mSv, which is relatively lower compared to the older generation of MSCT (29) .
Retrospective ECG gating has been previously performed in LA and PV imaging (11, 15, 30) and has been used successfully in our study. It is an important factor that affects the radiation dose. Compared with retrospective scanning, prospective ECG gating allows the X-ray beams to be turned on during preselected phases in the cardiac cycles and obviously reduces radiation dose while maintaining equivalent diagnostic accuracy and comparable image quality (31, 32) . However, it was limited to patients with a heart rate below 75 bpm, and the image quality at this heart rate was decreased, which cannot be comparable to retrospective ECG gating (31) .
Our study has several limitations. We did not modulate tube voltage based on body mass index. We did not focus on contrast volumes, although the use of 100 kV facilitated a reduction in the contrast volumes without a compromise in image quality (33) . Lastly, we had no diagnostic standard for comparison with our CT data, because the PV anatomy is complex. Cross-sectional imaging techniques, such as CT or MR imaging combined with MPR or 3D capabilities, should best depict PV anatomy (34) .
In conclusion, 256-slice CT allows precise visualization of the PV morphology, ostial diameter, ostial orientation, and distance from ostium to first bifurcation, which may be of great help for electrophysiologists to become familiar with PVs and carry out the RFCA procedure safely and efficiently.
